Introduction {#sec1-2058460116662299}
============

Radiation exposure among the population has significantly increased these last decades, especially due to the raised diagnostic role of multidetector row computed tomography (CT) in patient management ([@bibr1-2058460116662299],[@bibr2-2058460116662299]). The examinations must be performed using doses that are As Low As Reasonably Achievable (ALARA), consistent with the diagnostic task ([@bibr3-2058460116662299]). In this way, iterative reconstruction (IR) algorithms that reduce image noise while improving overall image quality (IQ) when compared to filtered back projection (FBP) have been developed ([@bibr4-2058460116662299][@bibr5-2058460116662299][@bibr6-2058460116662299]--[@bibr7-2058460116662299]). One of them, model-based iterative reconstruction (MBIR), allows calculation of noise statistics and includes modelling of optical factors and exact geometric features of the cone beam and the absorbing voxels ([@bibr4-2058460116662299]).

Post-processing tools including maximal intensity projection (MIP) and minimal intensity projection (mIP) have been proven useful for lung analysis ([@bibr8-2058460116662299][@bibr9-2058460116662299]--[@bibr10-2058460116662299]). In routine practice, MIP is able to detect and evaluate the profusion of micronodules as well as to characterize them as centrilobular, perilymphatic, or with a miliary distribution ([@bibr11-2058460116662299]). Additionally, mIP has been proven useful for any other infiltrative lung disease or to assess lung perfusion ([@bibr11-2058460116662299],[@bibr12-2058460116662299]) while allowing an accurate assessment of the airways. Although the impact of the MBIR algorithm has been substantially described in the literature on native axial slices, the impact on the post-processing has not been evaluated yet, neither on axial nor on coronal orientation.

We thus aimed at performing a detailed evaluation of the impact of the MBIR algorithm on IQ and diagnostic confidence compared to FBP algorithm on axial and coronal native views, MIP and mIP reformats. Reference CT examination at standard dose (SD-CT) was compared to follow-up CT examination at reduced dose (RD-CT) reconstructed by FBP and MBIR. The term of RD-CT was preferred to the terms of low-dose or ultra-low dose, which are usually considered for a CT dose index (CTDI) of 2--3 mGy and \<1 mGy, respectively, but remain controversial due to the evolving dose reduction processes.

Material and Methods {#sec2-2058460116662299}
====================

Study design {#sec3-2058460116662299}
------------

Chest CTs of 200 consecutive patients who underwent both a reference SD-CT and a follow-up RD-CT between January 2013 and July 2014 were retrospectively reviewed. Inclusion criteria were: participants aged older than 18 years; hemodynamically stable and able to hold breath for 5 s; without occurrence of any major event between SD-CT and RD-CT; a maximal delay between SD-CT and RD-CT of 2 years; SD-CT and RD-CT performed on the same CT-scanner in our institution; CTDI of 2--3 mGy for RD-CT. Pregnant patients were excluded from the study. One hundred and fifty patients were excluded from the analysis because SD-CT was performed more than 2 years before RD-CT (n = 81/150, 54%), on different CT scanners of other institutions using different acquisition or reconstruction parameters (n = 42/150, 29%) or because the CTDI of RD-CT was higher than 2--3 mGy (n = 27/150, 17%). Fifty consecutive patients (35 men; age, 53.9 ± 15.6 years) fulfilled the inclusion criteria. RD-CT was requested for the follow-up of lung nodules (n = 17), infiltrative lung disease (n = 13), infectious disorders (n = 10), and other miscellaneous chest disorders (n = 10). Considering infiltrative lung disease, we included usual interstitial pneumonia, lymphocytic interstitial pneumonia, and non-specific interstitial pneumonia. All diagnoses were verified by consulting patients' files of the Department of Pulmonology of our institution.

This retrospective study was approved by our Institutional Ethic Committee, which waived the requirement for obtaining patient informed consent.

Scanning techniques and reconstruction {#sec4-2058460116662299}
--------------------------------------

Chest CT acquisitions were performed using a helical 64-row CT-scanner (Discovery CT750HD, GE Healthcare, Milwaukee, WI, USA) without intravenous contrast agent. Scanning parameters for the RD-CT were held constant according to data of the literature ([@bibr1-2058460116662299],[@bibr13-2058460116662299],[@bibr14-2058460116662299]) and to our practice with a CTDI of 2 or 3 mGy depending on the patient sex and morphology as follows: 2 mGy for women and 3 mGy for men or for any patient with BMI \> 25 kg/m^2^. Mean BMI value was 23.0 ± 4.3 kg/m^2^. The following parameters were used: mean current tube, 90 mAs (this means a range of 10--90 mAs using current modulation with a noise index of 25); voltage tube, 100--120 kV depending of patient's BMI (100 kV when BMI \< 25 kg/m^2^ and 120 kV when BMI \> 25 kg/m^2^); pitch, 1.375 with a table speed of 55 mm/s; detector configuration, 64 × 0.625 mm; gantry rotation time, 0.6 s; matrix, 512 × 512; field of view, 50 cm.

Raw data were reconstructed by using 1.25-mm slice thickness every 0.6 mm with FBP with sharp kernel for the SD-CT studies, FBP with sharp and soft kernels, and MBIR for the follow-up RD-CT studies. Native slices as well as 3-mm thick mIP and 4-mm thick MIP reformats were performed on the axial and coronal planes to compare the different protocols of reconstruction.

Radiation dose assessment {#sec5-2058460116662299}
-------------------------

For each patient and according to the literature ([@bibr15-2058460116662299]), the volume CTDI (CTDIvol) and the dose length product (DLP) estimation were recorded for SD-CT studies. For follow-up studies, owing to the fact that the CTDI were predetermined, only DLP values were recorded. Effective dose was estimated by multiplying the DLP with the chest-specific conversion coefficient (0.017 mSv/mGy.cm). Size specific dose estimation (SSDE) was also calculated by multiplying CTDIvol with a conversion factor depending of the effective diameter ([@bibr16-2058460116662299]).

Image reading {#sec6-2058460116662299}
-------------

All CT studies were anonymized, randomly displayed and independently evaluated on the same workstation. Standard lung parenchymal (center, --600 HU; width, 1600 HU) and mediastinal (center, 40 HU; width, 400 HU) window settings were used by default. Readers were allowed to change magnification at their own convenience. The reading was focused on the right lung according to the less degree of kinetic artifacts compared to the left one.

Subjective image quality and artifacts analysis {#sec7-2058460116662299}
-----------------------------------------------

For every patient, subjective IQ and artifacts were independently recorded by two radiologists (with 24 and 7 years of experience in thoracic imaging) according to European Guidelines ([@bibr17-2058460116662299]). Each reconstruction series (SD-CT reconstructed by FBP with sharp kernel, RD-CT reconstructed by FBP with sharp kernel, soft kernel, and MBIR) was analyzed on native slices, mIP and MIP axial and coronal reformats. A total of 24 series by patient was thus evaluated.

For subjective IQ analysis evaluated independently for each series, a semi-quantitative five-point scale was used as follows: 1, best IQ with no artifacts; 2, good IQ with minimal artifacts; 3, moderate IQ with some artifacts; 4, low IQ with numerous artifacts but still interpretable; and 5, worst IQ not interpretable. Criteria of evaluation included the sharpness of normal structures such as fissures or lung-vessel margins on native images as well as the borders of the bronchi on mIP and of the vessels on MIP reformats, and also the potential penalty generated by the artifacts. The visualization of the most distal bronchi analyzable was also considered for evaluation of mIP reformats.

Artifacts were evaluated for each series with a two-point scale (0, absent; 1, present) by the two observers. They were classified in five categories as follows: stairsteps; blurred borders of bronchi on mIP reformations; blurred borders of vessels on MIP reformations; paravascular hypoattenuated bands; and distortion/elongated perception of the image details.

Objective image quality analysis {#sec8-2058460116662299}
--------------------------------

For every patient, circular regions of interest (ROI) were drawn in the ascending aorta and the trachea at the carina level on two successive slices. A size of 100 ± 2 mm^2^ with a constant position of each ROI was used throughout the entire study. The standard deviation of the mean attenuation values for each ROI served as objective measurements to estimate image noise according to the Miéville formula ([@bibr18-2058460116662299]). Standard deviation measurements of the two successive slices were averaged and recorded for each of the 24 series described above.

Diagnostic confidence {#sec9-2058460116662299}
---------------------

To assess the impact of IQ on diagnostic confidence, relative IQ analysis was carried out. A semi-quantitative four-point scale was used as follows: 1 for the highest confident diagnosis to 4 for the most impaired diagnosis. Diagnostic confidence was compared between the reconstructions for each reformat. Moreover, inter-observer concordance was assessed according to the four main diagnoses of our study population: lung nodules (n = 17), infiltrative lung disease (n = 13), infectious disorders (n = 10), and miscellaneous (n = 10).

Statistical analysis {#sec10-2058460116662299}
--------------------

All statistics were performed with the Stata 13.1 software (StataCorp LP, College Station, TX, USA). Continuous variables are presented as mean ± SD and categorical variables as number. Subjective and objective IQs, artifacts, and relative IQ were compared between the different reconstruction protocols for each post-processing method using Kruskal--Wallis test. Post-hoc analysis was subsequently performed using the Wilcoxon test. Inter-observer concordance was assessed using the Lin's test that provides Pearson's correlation coefficient (rho, the measure of consistency), concordance correlation coefficient (rho~c~, the measure of agreement), and the bias-correction factor (C*b* = rho~c~/rho) that measures the systematic bias. A *P* value \< 0.001 was considered statistically significant after Bonferroni correction for multiple comparisons.

Results {#sec11-2058460116662299}
=======

Radiation dose {#sec12-2058460116662299}
--------------

The mean CTDIvol for RD-CT was significantly lower than for SD-CT (2.3 ± 0.5 mGy vs. 7.0 ± 2.2 mGy, *P* \< 0.0001). The mean SSDE for RD-CT was 3.1 ± 0.6 mGy.cm and 9.3 ± 2.6 mGy.cm for SD-CT (*P* \< 0.0001). The mean effective dose was significantly lower for RD-CT than for SD-CT (1.6 ± 0.5 mSv vs. 4.3 ± 2.0 mSv, *P* \< 0.0001).

Subjective image quality {#sec13-2058460116662299}
------------------------

All results are displayed in [Table 1](#table1-2058460116662299){ref-type="table"}. For subjective IQ on axial views, SD-CT achieved the highest average score both on native slices (*P* = 0.0001) and MIP reformations (*P* = 0.0001). On mIP reformations, there was no significant difference between RD-CT reconstructed by MBIR and SD-CT (*P* \> 0.05). However, on coronal views, MBIR had a significant higher IQ than the three other reconstruction protocols regardless of the post-processing tool used (*P* \< 0.0002). Table 1.Results for the evaluation of image quality.Image qualityPlanViewSD-CTRD-CT*P* valueFBP sharp kernelFBP sharp kernelFBP soft kernelMBIRRelativeAxialNative1.14 ± 0.453.98 ± 0.14[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.9 ± 0.36[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^1.98 ± 0.43[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001miP2.12 ± 0.904.0 ± 0.0[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.38 ± 0.60^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^1.5 ± 0.68[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001MIP1.18 ± 0.564.0 ± 0.0[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.74 ± 0.44[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.06 ± 0.51[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001CoronalNative2.58 ± 0.643.96 ± 0.20[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.4 ± 0.53^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^1.08 ± 0.27[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001miP2.96 ± 0.403.98 ± 0.25[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^1.94 ± 0.37[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^1.14 ± 0.40[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001MIP2.56 ± 0.763.98 ± 0.14[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.3 ± 0.46[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^1.18 ± 0.44[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001SubjectiveAxialNative1.62 ± 0.603.16 ± 0.51[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.3 ± 0.51[\*](#table-fn2-2058460116662299){ref-type="table-fn"}2.18 ± 0.48[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001miP1.96 ± 0.402.86 ± 0.45[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.08 ± 0.441.88 ± 0.480.0001MIP1.86 ± 0.403.26 ± 0.63[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.44 ± 0.58[\*](#table-fn2-2058460116662299){ref-type="table-fn"}2.3 ± 0.51[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001CoronalNative2.64 ± 0.693.6 ± 0.67[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.56 ± 0.54^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^1.78 ± 0.51[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001miP2.94 ± 0.623.46 ± 0.58[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.22 ± 0.46[\*](#table-fn2-2058460116662299){ref-type="table-fn"}1.8 ± 0.57[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001MIP2.68 ± 0.553.66 ± 0.63[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.56 ± 0.54^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^2.06 ± 0.59[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001Objective, noise (HU)AxialNative54 ± 2689 ± 38[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^26 ± 10[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^11 ± 3[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001miP42 ± 1369 ± 21[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^20 ± 6[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^9 ± 2[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001MIP43 ± 1371 ± 21[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^21 ± 10[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^9 ± 2[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001CoronalNative50 ± 2084 ± 25[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^25 ± 7[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^11 ± 2[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001miP36 ± 1061 ± 16[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^19 ± 5[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^10 ± 2[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001MIP35 ± 1059 ± 16[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^19 ± 6[\*](#table-fn2-2058460116662299){ref-type="table-fn"}^[†](#table-fn3-2058460116662299){ref-type="table-fn"}^10 ± 4[\*](#table-fn2-2058460116662299){ref-type="table-fn"}0.0001[^1][^2][^3][^4]

Evaluation of inter-observer concordance is reported in Supplementary Table 1. Overall, the concordance between the two readers was good for subjective IQ scoring (rho = 0.72, rho~c~ = 0.71, C*b* = 0.99). Taking into account all series separately, regardless of the diagnosis, inter-observer concordance was better with MBIR than with FBP on RD-CT but worse than with SD-CT.

Objective image quality {#sec14-2058460116662299}
-----------------------

Image noise was the greatest for the RD-CT reconstructed by FBP with sharp kernel, and the lowest for the RD-CT reconstructed by MBIR both for axial and coronal planes regardless of the post-processing tool (*P* \< 0.0001). Details are displayed in [Table 1](#table1-2058460116662299){ref-type="table"}.

Artifacts {#sec15-2058460116662299}
---------

Artifacts analysis on native slices is displayed in Supplementary Table 2. On axial views, MBIR exhibited more distortions and RD-CT reconstructed by FBP with soft kernel presented more blurred bronchi and vessels than the two other protocols. On coronal views, MBIR exhibited more blurred bronchi than SD-CT and more stairsteps than RD-CT reconstructed by FBP with soft kernel.

Results for artifacts analyses on mIP and MIP are displayed in [Table 2](#table2-2058460116662299){ref-type="table"}. Overall, there was no significant difference between protocols using axial mIP (*P* = 0.54) and coronal MIP reformats (*P* = 0.25). On axial MIP reformats, RD-CT reconstructed by MBIR exhibited more stairsteps and distortions than the SD-CT. On coronal mIP reformats, RD-CT reconstructed by MBIR exhibited a lower number of artifacts than the SD-CT, especially regarding paravascular hypoattenuated bands. Table 2.Comparison of artifacts on reformatted images.PlanReformatArtifactsSD-CTRD-CT*P* valueFBP sharp kernelFBP sharp kernelFBP soft kernelMBIRAxialmIPStepstairs791120.25Blurred bronchi10^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^31[\*](#table-fn6-2058460116662299){ref-type="table-fn"}^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^15[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0.0001Blurred vessels00500.76Paravascular hypoattenuated bands3230^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^4[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0.0001Distortion01^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^1^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^23[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0.0001All404042500.54MIPStepstairs4122^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^23[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0.0006Blurred bronchi00520.79Blurred vessels02^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^39[\*](#table-fn6-2058460116662299){ref-type="table-fn"}^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^14[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0.0001Paravascular hypoattenuated bands10001.0Distortion000^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^19[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0.0006All514^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^46[\*](#table-fn6-2058460116662299){ref-type="table-fn"}58[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0.0001CoronalmIPStepstairs23304[\*](#table-fn6-2058460116662299){ref-type="table-fn"}^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^260.0001Blurred bronchi0035[\*](#table-fn6-2058460116662299){ref-type="table-fn"}^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^70.0001Blurred vessels11300.96Paravascular hypoattenuated bands3125^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^1[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0.0001Distortion00001.0All55564333[\*](#table-fn6-2058460116662299){ref-type="table-fn"}0.002MIPStepstairs35382[\*](#table-fn6-2058460116662299){ref-type="table-fn"}^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^300.0001Blurred bronchi00300.93Blurred vessels2141[\*](#table-fn6-2058460116662299){ref-type="table-fn"}^[†](#table-fn7-2058460116662299){ref-type="table-fn"}^50.0001Paravascular hypoattenuated bands10000.99Distortion00001.0All383946350.25[^5][^6][^7][^8]

Inter-observer concordance was good for blurred bronchi (rho = 0.70, rho~c~ = 0.70, C*b* = 1.0), blurred vessels (rho = 0.76, rho~c~ = 0.76, C*b* = 0.99), hypoattenuated paravascular bands (rho = 0.76, rho~c~ = 0.75, C*b* = 0.99) and distortion (rho = 0.72, rho~c~ = 0.71, C*b* = 0.99), and moderate (rho = 0.45, rho~c~ = 0.44, C*b* = 0.97) for stairsteps artifacts.

Diagnostic confidence {#sec16-2058460116662299}
---------------------

Regarding the relative IQ of axial views, SD-CT received the highest average rank both for native slices and MIP reformations (*P* = 0.0001) while MBIR obtained the highest rank for mIP reformations (*P* = 0.0001, [Fig. 1](#fig1-2058460116662299){ref-type="fig"}). For coronal views, RD-CT reconstructed by MBIR received the highest average rank (*P* = 0.0001) ([Figs. 1](#fig1-2058460116662299){ref-type="fig"} and [2](#fig2-2058460116662299){ref-type="fig"}) whatever the post-processing technique used ([Fig. 3](#fig3-2058460116662299){ref-type="fig"}). Fig. 1.3-mm thick mIP reformats on axial (top line) and coronal views (bottom line) for reconstruction of RD-CT by FBP with sharp kernel (a, e), RD-CT by FBP with soft kernel (b, f), RD-CT by MBIR (c, g), and SD-CT by FBP with sharp kernel (d, h). On mIP axial views, the highest quality was obtained with RD-CT reconstructed by MBIR (c) followed by SD-CT (d) and RD-CT reconstructed by FBP with soft kernel (b) and sharp kernel (a). On coronal views, the highest quality was obtained with MBIR (g) followed by RD-CT with soft kernel (f), SD-CT (h), and RD-CT with sharp kernel (e). Note in this case that the bronchial wall is much better delineated on coronal than on axial view with MBIR. On axial view, the wall of the bronchi appeared thickened and less well delineated from the bronchial lumen with MBIR (c). Note the stairsteps artifacts on coronal view reconstructed by FBP with sharp kernel either at reduced dose (e) or standard dose (h), also seen with MBIR (g) but not on RD-CT reconstructed by FBP with soft kernel (f). Fig. 2.3-mm thick mIP reformats on coronal views focusing on inferior (top line) and superior (bottom line) right lobar bronchus for reconstruction of SD-CT by FBP with sharp kernel (a, e), RD-CT by FBP with sharp kernel (b, f), RD-CT by FBP with soft kernel (c, g), and RD-CT by MBIR (d, h). Note the stairsteps artifacts mostly pronounced on SD-CT (a, e) and RD-CT reconstructed by FBP with sharp kernel (b, f). The gain in the sharpness of bronchial wall thickness overtakes the minimal stairsteps artifacts with MBIR (d, h) compared with RD-CT reconstructed by FBP with soft kernel (c, g). The MBIR reconstruction was classified with the highest IQ. Fig. 3.4-mm thick MIP reformats on coronal views focusing on right upper lobe for reconstruction of SD-CT by FBP with sharp kernel (a), RD-CT by FBP with sharp kernel (b), RD-CT by FBP with soft kernel (c), and RD-CT by MBIR (d). The best image quality was obtained with RD-CT reconstructed by MBIR (d) followed by RD-CT reconstructed by FBP with soft kernel. Note the lesser diagnostic confidence with SD-CT (a) and RD-CT reconstructed by FBP with sharp kernel due to the rendering artificial micronodules simulating micronodules, while RD-CT reconstructed by MBIR (d) showed no micronodules.

Overall, the concordance between the two readers was good for relative IQ scoring (rho = 0.89, rho~c~ = 0.89, C*b* = 1.0). However, for axial views, in patients with infiltrative lung disease, inter-observer concordance for the diagnostic confidence was lower with MBIR (rho = 0.49, rho~c~ = 0.44, C*b* = 0.9) than with SD-CT (rho = 0.70, rho~c~ = 0.68, C*b* = 0.98). Inter-observer concordance for the diagnostic confidence was also lower in patients with infectious disease using MBIR (rho = 0.45, rho~c~ = 0.39, C*b* = 0.87 for MBIR, and rho = 0.68, rho~c~ = 0.66, C*b* = 0.96 for SD-CT). For coronal views, inter-observer concordance for the diagnostic confidence did not change according to patients' diagnoses.

Discussion {#sec17-2058460116662299}
==========

The impact on IQ of IR algorithms on native axial slices has been largely described in the literature. We hereby report the first study evaluating the influence of the MBIR algorithm on mIP and MIP either on axial or coronal planes. The main findings are: (i) the MBIR algorithm reduces image noise level but does not improve relative or subjective IQ on axial reformats; (ii) the MBIR algorithm generates more artifacts than FBP on axial views with mIP and MIP post-processing techniques; (iii) on coronal views, the MBIR algorithm significantly improves IQ without generating artifacts, regardless of the reformation type.

On axial views, numerous studies demonstrated that IR improves IQ and reduces noise level on native slices in different pulmonary diseases ([@bibr14-2058460116662299],[@bibr19-2058460116662299][@bibr20-2058460116662299][@bibr21-2058460116662299][@bibr22-2058460116662299][@bibr23-2058460116662299][@bibr24-2058460116662299][@bibr25-2058460116662299][@bibr26-2058460116662299][@bibr27-2058460116662299][@bibr28-2058460116662299][@bibr29-2058460116662299][@bibr30-2058460116662299]--[@bibr31-2058460116662299]). In the present study, the MBIR algorithm significantly reduced noise level on native images as well as on mIP and MIP reformations compared to both SD-CT and RD-CT reconstructed by FBP with soft and sharp kernels, which concurs with current literature and extends it for reformats. Compared to SD-CT, the relative and subjective IQ of native RD-CT axial slices were however not improved by the MBIR algorithm, also confirming previous literature ([@bibr19-2058460116662299],[@bibr23-2058460116662299],[@bibr30-2058460116662299]). Our study moreover extends this result for MIP and mIP reformats for which MBIR did not improve IQ. Nevertheless, compared to RD-CT reconstructed by FBP, the diagnostic confidence with axial native slices, MIP and mIP reformats was better for MBIR reconstructions. This reinforces the fact that MIP reformations of RD-CT reconstructed by FBP should be used with caution faced with tricky situations. Overall, while the MBIR algorithm reduced noise level, it did not outclass SD-CT on axial native or reformatted views.

To our knowledge, no study specifically evaluated the impact of the MBIR algorithm on coronal MIP/mIP reformats. On coronal views, the subjective and relative IQ of MBIR obtained the highest rank for native, mIP and MIP reformats. Taking into account that MBIR exhibited the lowest image noise, this reinforces the deleterious effect of the noise in the overall IQ, which may simulate a miliary appearance ([Fig. 3](#fig3-2058460116662299){ref-type="fig"}). In the same vein, RD-CT reconstructed by FBP with soft kernel had a better IQ on coronal mIP reformats compared to SD-CT and a significant lower noise level. This has to be linked to the decrease of noise level observed when using the soft kernel instead of the sharp one generated by the increase in voxel size despite the loss of spatial resolution ([@bibr13-2058460116662299]). Overall, on coronal views, MBIR thus outclassed other reconstruction protocols on native slices, mIP and MIP reformats, which extends the current literature.

Regarding artifacts, already mentioned as "plastic appearance" by Kligerman et al. ([@bibr31-2058460116662299]), MBIR exhibited more distortions and stairsteps on axial miP and MIP reformats. Similar observations were reported when comparing MBIR to other algorithms in axial single slices of RD-CT ([@bibr14-2058460116662299],[@bibr20-2058460116662299]). This may potentially prevent to a correct recognition of small details such as micronodules and/or tree-in-bud appearance, and can explain why diagnostic confidence (i.e. relative IQ) was lower on axial MIP reformats reconstructed with MBIR than SD-CT, despite noise reduction. Although inter-observer concordance for judging presence of artifacts was good for blurred bronchi, blurred vessels, hypoattenuated paravascular bands and distortion, it was moderate for stairsteps artifacts. The less obvious assessment of stairsteps artifacts compared with distortion could be linked to the not well-established definition of these artifacts.

The relative IQ comparison between the reconstructions for each reformat was based on the presumed perception of diagnostic confidence for the radiologists faced with the potentially most difficult diagnoses encountered in routine practice. We thus observed that inter-observer concordance decreased using MBIR axial views compared to SD-CT axial views in patients with infiltrative or infectious lung disease but not with lung nodules. As discussed above, the MBIR algorithm reduced image noise but generated more artifacts on axial views, which could have impaired inter-observer concordance. This may indicate that, in patients with suspected disease that is characterized by subtle radiological signs such as infiltrative lung disease, axial images reconstructed by MBIR should not be read without coronal views to ensure diagnostic confidence and reproducibility. This point needs however to be confirmed in a larger cohort of patients with infiltrative lung disease.

There were some limitations in our study. First, the reference SD-CT was sometimes obtained with a long delay compared with the RD-CT exam until 2 years before. However, among the criteria of inclusion, a radiologist not involved in the reading selected studies without major event between SD-CT and RD-CT. Second, the results of this study concerned a specific IR algorithm. Although noise level reduction and improvement of IQ have been reported with MBIR compared to adaptive statistical iterative reconstruction algorithm on axial single slices of RD-CT ([@bibr23-2058460116662299]), we cannot speculate if these results could be considered as valid on mIP/MIP reformats or using others algorithms of various equipments and companies. Third, the impact of MBIR on the diagnostic accuracy of RD-CT for infiltrative lung disease should be assessed in a larger cohort.

In conclusion, MBIR significantly reduces image noise but does not improve IQ due to the generation of artifacts, especially distortion and stairsteps on axial reformations of chest RD-CT. Compared to chest SD-CT, MBIR algorithm significantly improves both image noise and quality of coronal RD-CT views, without additional artifacts, regardless of the post-processing tool. The consequences of MBIR algorithm on axial IQ should be known for routine interpretation of chest RD-CT, notably when infiltrative lung disease is suspected.
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[^1]: *P* values on the right column are given for comparison by Kruskal--Wallis test.

[^2]: For post-hoc comparisons to SD-CT with Wilcoxon test, *P* \< 0.001.

[^3]: For post-hoc comparisons to MBIR with Wilcoxon test, *P* \< 0.001.

[^4]: CT, computed tomography; FBP, filtered back projection; HU, Hounsfield unit; MBIR, model-based iterative reconstruction; SD, standard dose.

[^5]: *P* values on the right column are given for comparison by Kruskal--Wallis test.

[^6]: For post-hoc comparisons to SD-CT with Wilcoxon test, *P* \< 0.001.

[^7]: For post-hoc comparisons to MBIR with Wilcoxon test, *P* \< 0.001.

[^8]: CT, computed tomography; FBP, filtered back projection; MBIR, model-based iterative reconstruction; SD, standard dose.
